[Long-term follow-up of a rare complication of vena cava filters: complete and spontaneous rupture of the filter].
Complete spontaneous rupture of a percutaneous caval filter produced two equal parts. Long-term follow-up showed that the filter then remained stable with no complications. This case emphasizes the importance of long-term follow-up of patients with caval filters.